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ILISA™: Immuno-Linked Sorbent Array for protein detection and quantification Perrin,1 A., Duracher,2 D., Cleuziat,2 P. and Mandrand,1 B. A low complexity antibody microarray for the detection and quantification of human hormones associated to fertility is described. Four parameters (FSH, TSH, LH, HGC) covering a wide range of concentration in women blood were chosen. Antibodies were spotted in 96-well microtiter plates for a final complexity of 8+1 spots/well. After sample incubation, wells were exposed to alkaline phosphatase labelled antibodies. The addition of a precipitating substrate induced spots coloration those density was correlated to analyte concentration. Specificity was investigated by adding consecutively each purified diluted hormone. Sensitivities were studied with solutions of known protein concentration. Also, comparisons were made with these reached on VIDASTM immunoassay automate for the same serum dilutions. Testing several tens of human blood samples allowed obtaining convincing correlations between ILISATM and VIDASTM for each parameter. The complete range of physiological variations was covered. ILISATM dynamic range was also enhanced by exploiting enzymatic revelation kinetic and by taking into account spot diameter at the issue of the reaction. Reproducibility, function of spot density, was in all cases below 10%.



Array Design αHCG



Studied hormonal parameters TSH (Thyroid Simulating Hormon) LH (Lutein Hormon) FSH (Follicule Stimulating Hormon) HCG (Human Chorionic Gonadotropin)
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αLH Four antibodies spotted in each well (duplicates)
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Testing several tens of human sera allows to ensure that ILISA covers the full range of studied physiological parameters



Correlation between VIDAS™ and ILISA™ T SH
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Sensitivity threshold obtained with ILISA™ on the four parameters with diluted solutions of purified proteins, in comparison to these published for VIDASTM
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Inter-wells variation coefficients increases while spot density decreases (CV 























des documents recommandant







[image: alt]





A combined oligonucleotide and protein microarray for the ... - Apibio 

gens coupled to linear polymers which enhance protein stability and/or .... optimal conditions for association and dissociation, J. Chroma- togr. B: Biomed. Sci.










 


[image: alt]





Detection of new protein domains by co-occurrence ... - CiteSeerX 

One HMM models a single domain. â€¢Given a new protein and an HMM, allows computing a score reflecting the probability of the domain presence [3] â†’ E-value: ...










 


[image: alt]





Detection of colorectal cancer using MALDI-TOF serum protein 

Apr 17, 2006 - samples. The objective of our study was to assess the feasibility of mass ..... choice of k in this case) to classify the left-out observation was then ...










 


[image: alt]





kilocore:afine-grained 1000-processor array for 

KiloCore to maintain energy-efficient opera- tion when ... stream. Access control. Output FIFO0 Output FIFO0. Input. FIFO2. Input FIFO0 ..... The packet net-.










 


[image: alt]





Hybrid color filter array demosaicking for effective 

Mar 15, 2006 - proposed method outperforms the existing state-of-the-art methods ...... image processing functions in electronic photography,â€� Proc. SPIE.










 


[image: alt]





LLMS Adaptive Array Beamforming Algorithm for 

new adaptive algorithm, called least mean square-least mean Square (LLMS) ..... At SNR values less than zero, LMS algorithm is the most affected, while ...










 


[image: alt]





Fast, Reliable and Competitive Method for Genotyping + - Apibio 

Genomic DNA was multiplex PCR amplified to generate biotin-labeled fragments, each containing a SNP (G-A substitutions). Probes: Short oligonucleotides ...










 


[image: alt]





Plasma Protein Profiling for Diagnosis of 

the convenient packaging of a low resolution, automated time-of-flight (TOF) mass spectrometer with ready-made. ''chips'' modified with different functional ...










 


[image: alt]





Acoustic Emission for Corrosion Detection 

Nov 30, 2005 - This paper describes the use of acoustic emission for corrosion detection in storage tanks, reinforced concrete structures, and process ...










 


[image: alt]





Monocular vision obstacles detection for 

a standard NTSC camera, odometry and steering-wheel angle sensors (Figure 2). ... we have used a robot platform to test our obstacles detection algorithms as inputs for .... color transitions â€“ from black to white for example) are searched along ..










 


[image: alt]





Discovery of Protein Biomarkers for Renal Diseases 

early, follow progression, and determine response to therapy, all of which add complexity and ... Investigators need a complete development plan and, most important, access to .... however, it is critical to prioritize which questions to attack first










 


[image: alt]





Dedicated OLISA â„¢ biochips for multiple GMO ... - Apibio 

Sample contains corn BT11. OLISAâ„¢ GMO .... 2 independent tests. (different days) ... H10 H11 H12. Green : GMO-free sample, Red: Sample contains GMO(s) ...










 


[image: alt]





Use of a biochip technology for the measurement of ... - Apibio 

CEA Grenoble, 17 rue des martyrs 38054 Grenoble Cedex 9 France .... (Bio=spotted single stranded controls, T=duplex control, CdU= 5-carboxyuracil,.










 


[image: alt]





The Distributed Flight Array 

during a pirouette maneuver, measured using a Vicon MX system. Note that the maneuver is very repeatable for over six orbits considering that the maneuver ...










 


[image: alt]





Optimal sparse apertures for phased-array imaging - Mugnier 

to image compact objects with hypertelescopes [26]. FUNDING INFORMATION. ONERA (PRF MÃ‰TOPE); CNES and DGA (earlier support). REFERENCES. 1.










 


[image: alt]





Manu el de l'ut ilisa teur - UserManual.wiki 

The remote will beep once and display the icon. Then, tap ... (Once the key is in the IGNITION ON position, vehicle is ready to run after pressing the brake pedal.).










 


[image: alt]





Phased Array Antenna Handbook 

provide a collection of design data for radar and communication system designers and array ... of the Air Force Cambridge Research Laboratory, one who had a view of the practical and ...... One boundary condition of vast importance in antenna and arr










 


[image: alt]





multi-channel algorithm for exoplanets detection by 

allowing the reduction of the photon noise in the final image. ... of XAO and coronagraphic device is necessary to reduce both speckle and photon noise in.










 


[image: alt]





A Multiple-Observer Scheme for Fault Detection 

Apr 12, 2013 - By using a mathematical model of the system, model-based fault diagnosis ..... The proposed method has been applied to the satellite model ...










 


[image: alt]





A Multiple-Observer Scheme for Fault Detection 

Apr 12, 2013 - cusum test on the output of the detection observer triggers a bank of Unknown In- ... a growing interest in the scientific community. The higher ...










 


[image: alt]





Multiple clues for license plate detection and 

are compared in this work: an edge based method and a template based method. Edge based ... in a log-polar space obtaining a coarse histogram of 180 bins.










 


[image: alt]





Adaptive Curiosity for Emotions Detection in Speech 

difficulty to implement automatic detection of emotions in ..... users who test a stock exchange service implemented on a ..... Intelligence Artificielle), 2003.










 


[image: alt]





Using Hidden Scale for Salient Object Detection 

the maximum average number of operations per pixel is about 150. The design of interpretation algorithms becomes quickly a real challenge in such a context.










 


[image: alt]





Exploring graph structure for detection of reliability 

computed according to assigned POS tags and shal- low parsing rules. ..... However, in the future, these two types of clues ... CELEX - A Guide for Users. Centre.










 














×
Report ILISAâ„¢: Immuno-Linked Sorbent Array for protein detection ... - Apibio





Your name




Email




Reason
-Select Reason-
Pornographic
Defamatory
Illegal/Unlawful
Spam
Other Terms Of Service Violation
File a copyright complaint





Description















Close
Save changes















×
Signe






Email




Mot de passe







 Se souvenir de moi

Vous avez oublié votre mot de passe?




Signe




 Connexion avec Facebook












 

Information

	A propos de nous
	Règles de confidentialité
	TERMES ET CONDITIONS
	AIDE
	DROIT D'AUTEUR
	CONTACT
	Cookie Policy





Droit d'auteur © 2024 P.PDFHALL.COM. Tous droits réservés.








MON COMPTE



	
Ajouter le document

	
de gestion des documents

	
Ajouter le document

	
Signe









BULLETIN



















Follow us

	

Facebook


	

Twitter



















Our partners will collect data and use cookies for ad personalization and measurement. Learn how we and our ad partner Google, collect and use data. Agree & Close



