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ENGLISH 



1. Handset 2. Mouthpiece assembly 3. AC power adapter 4. LiteTouch medium mask (age 2 - 5 years) 5. Mask adapter 6. On/Off button and LED indicator



7. Medication chamber lid 8. Medication chamber 9. Mouthpiece assembly release button 10. Power socket (back view) 11. Carry case (not shown)



Instructions for use Please read these instructions carefully before first use. If you do not understand any portion of these instructions, contact your healthcare provider or call Philips Customer Service at 1-724-387-4000.



General information CAUTION: Federal (USA) law restricts this device to sale by or on the order of a physician or licensed healthcare professional. Intended use: The InnoSpire Go is a vibrating mesh nebulizer system designed to aerosolize liquid medications for inhalation by the patient. The device may be used with pediatric (2 years and older), defined by the prescribed medication, and adult patients in the home environment or in a hospital/clinic setting.



Keep these Instructions for future reference Retain carton and packing materials for storing the unit or for product returns.



Cautions It is recommended to have a backup device (e.g. MDI) for respiratory delivery in case a situation arises when your nebulizer cannot be used. • InnoSpire Go is intended for SINGLE PATIENT USE, to deliver multiple doses. • It is not to be used by patients that are unconscious or not breathing spontaneously. • The patient or the patient’s care giver is the intended operator of the device. • Only use this nebulizer with medications prescribed by your physician. • Do not place or store the product where it can fall into water. • Do not submerge the handset in water or other liquid cleaning agents. • If the handset is accidentally dropped into a liquid, immediately disconnect the AC adapter from the wall outlet, prior to removing the handset from the liquid. • Any liquid spilled on the handset should be allowed to dry before operating. • Do not position the product where it is difficult to disconnect the plug. • Adult supervision is necessary when this product is used by, on, or near children or physically challenged individuals or individuals with learning difficulties. 4
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• Use this product only for its intended use as described in this manual. Failure to do so may compromise performance. Only use accessories provided with the nebulizer and recommended by the manufacturer. Store in a clean place out of the reach of children. • Do not disassemble or modify the nebulizer in anyway. There are no serviceable parts. The battery is non-replaceable. • The battery has been fitted at the date indicated on the unit carton and has a shelf life of 18 months past this date. • Never charge or operate this product if it has a damaged cord or plug, if it is not working properly, if it has been dropped or damaged, or dropped into water. • Do not connect to other equipment not described in these instructions. • Do not charge your device on an aircraft. • Keep the power cord away from heated surfaces. • The nebulizer must be operated using the specified power sources. • Always check the inside of the mouthpiece assembly or mask for any debris before use. • Do not use while operating a vehicle. • Never use when lying down. • When operated at an ambient temperature 40˚C/104˚F the handset can reach temperatures of up to 43˚C/109˚F. The device should not be used for more than 10 minutes during this scenario. • Do not use in an anesthetic or ventilator breathing system. • InnoSpire Go and all its parts (including battery) must be disposed of properly and according to the local regulations in force (for example the WEEE directive). • Small parts can be inhaled or swallowed. In addition, the cable, due to its length, may result in provoking strangulation or asphyxiation. Do not leave the device alone with a small child or physically challenged individual or individual with learning difficulties. • The nebulizer should not be used around flammable substances e.g. oxygen, nitrous oxide, or in the presence of a flammable anesthetic mixture. • Never poke the mesh, or clean it with any sharp objects. This could damage the mesh and prevent your device from operating properly. • Do not autoclave the device. • Report unexpected operation or events to Philips. • Precautions are to be taken in the event of changes in the performance of the device, please refer to the troubleshooting section.



How to use your InnoSpire Go After unpacking the nebulizer check you have all the items listed and that there is no visible damage or defects. Contact your product distributor or Philips customer service if anything is missing or damaged. Prior to first use clean the mouthpiece assembly as per the cleaning instructions and fully charge the battery. Ensure the device is disconnected from the power during assembly and disassembly. 5
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ENGLISH Check the nebulizer and accessories are clean (free of debris), dry and not damaged prior to use. A  ttach the mouthpiece assembly to the handset. Do not use separate mask adapter as a mouthpiece.



Do not tilt the device in any direction more than 45 degrees during the course of a treatment as this will prevent the nebulizer from completely nebulizing all the medication in the chamber. 13



If you need to take a rest, press the on/off button to stop your treatment. To continue your treatment press the on/off button again.



14



Y  our treatment is finished when the nebulizer beeps and the LED flashes. The device will turn off automatically.



15



Check the medication chamber for residual medication. If there are more than a few drops remaining, press the on/off button again to continue your treatment.



16



Clean the nebulizer following the cleaning instructions.



Lift the green medication chamber lid. Empty the contents of the medication vial into the medication chamber. • The maximum fill volume is 8ml and this is shown by the word MAX on the protrusion below the hinge. Do not fill medication above this level. Close the lid to the medication chamber. If using a mask, attach the mask adapter to the mouthpiece assembly and attach the mask to mask adapter. If you are using the power adapter to power the nebulizer, plug the cable into the socket on the handset and plug the adapter into the wall outlet. Press the on/off button on the handset to switch the nebulizer on and begin nebulization. 10



11



Check the battery level. • If the LED is SOLID GREEN the battery is charged. • If the LED is SOLID AMBER, there is enough charge for at least one more treatment. Please charge your nebulizer after your treatment. • If the LED FLASHES AMBER and then switches off there is not enough charge to take a treatment. • If the LED does not illuminate, please refer to the troubleshooting section of this manual. Ensure aerosol is coming out of the mouthpiece assembly or mask.



a) If using the mouthpiece, hold the handset in your hand and place the mouthpiece between your teeth with your lips sealed around it. Breathe normally through your mouth. b) If using a mask, hold the handset in your hand and gently press the mask against your face and breathe normally through your mouth. During use, some aerosol will be emitted from the back of the mouthpiece assembly. 12



Charging the battery Connect the power adapter to the socket on the back of the handset. Plug the other end of the power adapter into the wall outlet. T  he LED will PULSE GREEN. Charge the battery until the LED turns SOLID GREEN indicating it is fully charged. Unplug the power adapter from both the handset and the wall outlet. It is recommended to unplug the power adapter once the battery is fully charged to preserve battery life.



Cleaning and maintenance Cautions • Do not autoclave the mouthpiece assembly or handset. • Do not put any part of the device in a microwave or conventional oven. • Do not immerse the handset in liquid or steam clean. • Never poke or clean the mesh with any sharp objects as this will damage the mesh. • Do not clean the device when in use. • Disconnect device from power supply prior to cleaning.



6
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ENGLISH Cleaning: home environment and hospital/clinic setting



Maintenance



After each use:



Mouthpiece assembly can be cleaned (boiled/disinfected) up to 52 times over 12 months.



• Pour away residual medication from the medication chamber. • Press the mouthpiece assembly release button to separate the mouthpiece assembly from the handset. • Rinse the mouthpiece assembly thoroughly under running tap water. • Shake off excess water and allow to air dry fully before storing.



To keep your InnoSpire Go working at the optimum level you should replace the mouthpiece assembly and mask, if used, every 12 months as this is a consumable part.



LED Indication 



What it means



Daily cleaning



SOLID GREEN 



The battery is charged



• Wash the mouthpiece assembly by hand in a bowl of warm soapy water (liquid dishwashing soap) for 2 minutes. • Rinse the mouthpiece assembly thoroughly under running tap water. • Shake off excess water and allow to air dry fully before storing.



SOLID AMBER 



There is enough charge for at least one more treatment



FLASHES AMBER FIVE TIMES 



There is not enough charge to take a treatment



Weekly disinfection



LED Indication



FLASHES GREEN OR AMBER FIVE TIMES The treatment is finished PULSES GREEN 



The battery is being charged



CAUTION: Risk of scalding. Use care around boiling water and in handling hot parts. • Prior to disinfection, ensure all parts are visibly clean and free from dirt/debris. Boil the mouthpiece assembly in water for 10 minutes. Ensure the medication chamber lid is open and there is enough water in the pan to prevent the mouthpiece assembly from touching the bottom or boiling dry. Shake off excess water and allow to air dry fully before storing. Or • Immerse the mouthpiece assembly in a disinfectant of the Gluteraldehyde group (testing performed with Korsolex Extra, 4% for 15 minutes). Rinse thoroughly according to manufacturers instructions. Mask cleaning • Wipe your handset clean with a clean damp cloth weekly or as needed. Do not use other cleaning methods or solutions. Handset cleaning • If using a mask and mask adapter, once a week: agitate for 2 minutes or soak for 10 minutes, in warm soapy water (liquid dishwashing soap), rinse thoroughly under running tap water and air dry fully. • After each cleaning procedure visually inspect for any remaining dirt/debris, if any remains repeat the procedure. Visually inspect for any moisture before storing. 8
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ENGLISH



Troubleshooting Problems Solutions The on button is pressed but nothing happens (no light, no nebulization).



Battery has insufficient charge, follow battery charging instructions.



LED illuminates on button press but goes off when button released.



Check to ensure that the mouthpiece assembly is attached properly.



If the problem persists, contact your customer services representative.



Make sure that the contacts on the handset are dry and free of debris. Make sure that there is medication loaded in the chamber. Recharge the battery.



When charging the battery, the LED does not pulse or turn on.



Ensure that the power cable is connected to the handset and plugged into the wall outlet or disconnect the power supply and reconnect.



Treatments take longer than usual with the same mouthpiece assembly.



Boil the mouthpiece assembly as per the weekly disinfection instructions.



Device indicates end of treatment but medication remains in medication chamber (more than a few drops).



Ensure nebulizer is held upright during nebulization.



Device does not indicate end of treatment even though all medication is nebulized.



Contact your customer services representative.



Technical specifications Mains power supply 



Input = 100 – 240 V~, 50/60 Hz Output = 5V , 1.0A



Internal rechargeable battery power supply (lithium polymer)



3.7 Volts nominal, 1200 mAh



Weight 



0.29 lbs/111g



Size 



2.76" x 1.77" x 5.31" / 7.0cm x 4.5cm x 13.5cm 



Class II device internally powered device (double safety insulation) Type BF device (device with specific protection against electrical hazards) Ingress Protection rating IP22. (Protected against solid foreign objects of 12.5mm diameter and greater; protected against vertically falling water drops when device titled up to 15°) The InnoSpire Go handset and charger form a Medical Electrical System, in which the charger is not Medical Electrical Equipment. The IP22 rating applies to the InnoSpire Go handset, the charger rating is IPX0. All components shown in the illustration are applied parts. Materials: Handset - Polyamide (PA) and Thermoplastic elastomer (TPE), Mouthpiece Assembly - Polyamide (PA) and Polypropylene (PP) Certification Reference to standards Electric safety standards EN 60601-1 Electromagnetic compatibility according to EN 60601-1-2



If the problem persists, contact your customer services representative.



Should the device still not operate properly after checking the unit as indicated above it may have a critical error, contact Philips Customer Service at 1-800-345-6443 or 1-724-387-4000.
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Operating conditions Temperature range of 41° F – 104° F /+ 5 °C to + 40 °C Humidity range of 15% RH to 93% RH, non-condensing Atmospheric pressure 70 kPa to 106 kPa Storage and transport conditions Temperature range of MIN -13° F MAX +158° F / MIN -25° C MAX +70° C Humidity range of MIN 10% RH –MAX 93% RH Atmospheric pressure 50 kPa to 106 kPa Replacement parts and optional accessories Adult mask - large (ages 5 years plus) 1127875 Pediatric mask - medium (ages 2 - 5 years) 



1127798



Mask adapter 



1125985



Mouthpiece assembly 



1128501



Plug adapter 



1127651



Carry case 



1128576
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ENGLISH Technical data EN13544-1 Aerosol output 



1.19 mL



Aerosol output rate 



0.26 mL/min



The following particle size specifications were established via performance tests using a seven stage cascade impactor at a flow rate of 15 L/min and 30 L/min equipped with a USP induction port throat. 3 device samples were tested with 3 runs each, for a total of 9 sample points per each drug.



Max fill volume 



8 ml



Aerosol was sampled directly from the outlet.



Max medication temperature increase at max fill 
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InnoSpire Essence 

3 Use the product in a clean environment; one that is free from dirt, dust, pet hair, etc. 4 Device should not be used around flammable substances, or in the ...
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InnoSpire Elegance 

its intended purpose as described in this instruction manual as a compressor ... future reference. N. Use the product in a clean environment: one that is free from dirt, .... down the outside of the compressor at least once a month. Refer to nebulize
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InnoSpire Mini 

to be used with a pneumatic (jet) nebulizer to produce aerosol particles of medication for ... Electromagnetic information: Portable and RF communication devices such as cellular phones, pagers ...... Chichester Business Park, City Fields Way.
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GO ... 

Les lots mis en jeu sont les suivants : 20 dossards pour participer Ã  la course Royale ou la ... soit contre des espÃ¨ces ou un autre lot au profit des gagnants.
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GO ... 

Ã©tats) de nature ou sous formats ou supports informatiques ou Ã©lectroniques, Ã©tablis, ... d'un tiers dans le systÃ¨me du terminal des participants au Jeu et dÃ©cline ...
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GO CAT GO - Les Talons Sauvages 

SLOW JAZZ BOX TURN Â¼ RIGHT (WITH FINGER CLICKS). 1.2. SLOW JAZZ BOX D : CROSS PD par-dessus PG ( PD Ã  G du PG ) - HOLD + SNAP . . . . 3.4.
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Withings Go 

ou le revêtement du tracker. • Évitez les conditions atmosphériques extrêmes (sauna, hammam, etc.). • Le vieillissement des matériaux peut nuire à l'étanchéité ...
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pokemon go 

AbsorbÃ©s par le jeu, et ne faisant plus forcÃ©ment la part des choses entre monde rÃ©el et monde virtuel, les joueurs sont susceptibles de s'introduire en tous lieux ...
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go-anywhere 

to the gas valve, which will require some simple grill disassembly. ...... Se o acendimento através de fósforos for bem-sucedido, o problema reside no sistema de ...
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go-anywhere 

Some regions do not allow limitation on how long an implied warranty lasts, so this limitation .... In order to do the leak check, you need to have access to the gas valve, which will .... If you do not have internet access, contact your dealer for t
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go-anywhere 

GO-ANYWHERE™. ASSEMBLY GUIDE. Read owner's guide before using the barbecue. Lisez le guide d'utilisation avant d'utiliser le barbecue. Bitte lesen Sie ...
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LET'S GO ! 

Ã€ mes cÃ´tÃ©s, un pilote- instructeur ... satisfaction d'avoir Ã©tÃ© dans la peau d'un pilote. â–¡. Quan ... volant d'une voiture de course de luxe, rendez- vous sur le site ...
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go-anywhere 

... PRODUCTS LLC www.weber.com. © 2016 Designed and engineered by Weber-Stephen Products LLC,. 1415 S. Roselle Road, Palatine, Illinois 60067 USA.
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we go toge we go together - ucwdc 

Choreograph. Description: ABC, Stage/Novelty. Level: Advanced. Music: 'We Go Together' from Grease Live! Official UCWDC. Sequence A A B B C C tag D D A.
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GO - UserManual.wiki 

Connect the equipment to outlet on a circuit di erent from that to which the receiver is ... by the party responsible for compliance could void the user's authority to ...
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Can't Go Wrong 

Linedancing Album ]. No Way Jose by Ray Kennedy [144 bpm / Country Dance Mixes]. Church On The Cumberland Road by Shenandoah [152 bpm / CD: Most ...
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Liasse fiscale SCRIPT & GO 

de propriÃ©tÃ© : *. Immobilisations : Stocks : Renvois : (1) Dont droit au bail : NÃ©ant *. CR. NÂ° 2050- SD. â€“ (SDNC-DGFiP) - Octobre 2017. â‘ . SCRIPT & GO. 5 3 0 6 ...
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Liasse fiscale STAFF&GO 

31 dÃ©c. 2017 - Le bilan suivant reprend la prÃ©sentation d'une liasse fiscale. Il ne s'agit toutefois pas d'une version scannÃ©e de la liasse fiscale originale de ...
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Eni Go Flex 

0,1637. Redevance fixe. (â‚¬). Prix Ã  la consommation. (cent/kWh). Dernier trimestre connu. 60,00. 2,09. Formules de prix hors TVA. 0,1 x TTF-DAHW + 0,813.
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Eni Go Flex 

et indexÃ© tous les trois mois sur la base de la moyenne arithmÃ©tique des prix par bloc horaire de Belpex Day Ahead. Market (ci-aprÃ¨s Belpex), concernant le ...
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Eni Go Flex 

1 fÃ©vr. 2018 - Le prix mentionnÃ© pour Eni Go Flex comprend uniquement le coÃ»t de l'Ã©nergie pour le gaz naturel. Eni Go ... estimÃ©s Ã  1,83 cent/kWh en 2018.
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Eni Go Flex 

et indexÃ© tous les trois mois sur la base de la moyenne arithmÃ©tique des prix par bloc horaire de Belpex Day Ahead. Market (ci-aprÃ¨s Belpex), concernant le ...
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INFO-NÃ‰GO AWS 

6 dÃ©c. 2017 - Les discussions se dÃ©roulent bien et la quantitÃ© de points non rÃ©glÃ©s diminue de faÃ§on considÃ©rable. La prochaine rencontre nous permettra d'Ã©valuer les orientations de l'employeur. Nos prochaines rencontres auront lieu les 19 d
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INFO-NÃ‰GO 

24 avr. 2018 - La rencontre du 19 avril s'est dÃ©roulÃ©e en prÃ©sence de Mme Monica Auclair, conseillÃ¨re au Service de la classification du SFPQ. Nous avons ...
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