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Purpose: To assess the visual quality achieved by ﬁtting corneo-scleral contact lenses (CScL) for keratoconus management. Methods: Thirty patients with keratoconus presented to have CScL ﬁtted because of the unsatisfactory visual quality they experienced with their contact lenses or spectacles. The eye examination included visual acuity assessment, anterior eye biomicroscopy, ocular fundus examination, corneal topographic analysis, endothelialcell count, contrast sensitivity and aberrometry. The ﬁtting process was performed using a diagnostic trial set. Subjective visual quality and comfort, and contact lens wear time were also reported. Patients were monitored for one year. Results: Three patients discontinued CScL wear before one year. Therefore, 27 eyes of 27 patients (19 male and 8 female) participated in this study. The mean age was 36.1 ± 13.1 (mean ± SD) years. Statistically signiﬁcant diﬀerences were found in logMAR visual acuity between the best spectacle-corrected vision and after CScL ﬁtting (mean ± SD, 0.23 ± 0.30 and 0.00 ± 0.14, respectively; p < 0.001). The total high-order aberrations decreased signiﬁcantly (55%), and the spatial frequencies of contrast sensitivity all improved to normal range values of the population. Furthermore, high subjective visual quality and comfort ratings, and prolonged usage times (mean ± SD, 13.44 ± 2.38 h a day) were reported. No adverse ocular eﬀects or clinically relevant changes in corneal parameters, visual quality, comfort or usage time were found one year after wearing CScL. Conclusion: This CScL seems to be safe and healthy, providing optimal visual quality, comfort and prolonged usage times in patients with keratoconus.



1. Introduction Keratoconus is typically a progressive, bilateral (usually asymmetrical) corneal disorder characterised by corneal paracentral steepening with apical thinning at the same place [1,2]. The main adverse optical eﬀects induced by keratoconus are the presence of irregular astigmatism and the increase in high order aberrations (HOAs), which can have a devastating eﬀect on the quality of vision [1–3]. Keratoconus causes a signiﬁcant coma aberration, because the cone is usually displaced from the centre of the cornea which is the most important refractive element of the eye [3–6]. Then ocular symptoms, such as halos, glare, starburst and ghost images, along with decreased contrast sensitivity occur depending on the severity of the disease [1,7,8] Traditional sphero-cylindrical spectacles do not compensate HOAs [3]. Consequently, when a high number of HOAs appear in keratoconus
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patients, rigid gas-permeable (RGP; corneal, corneo-scleral and scleral) contact lenses are suggested as the best solution for management. These contact lenses provide a regular refractive surface; moreover, with the tear layer between the posterior lens surface and anterior corneal surface, they can mask corneal surface irregularities [9,10] Corneal RGP lenses may be a successful option in the management of mainly mild-to-moderate keratoconus cases. However, when comfort decreases or corneal damage appears due to the increase of the corneal irregularity, these contact lenses are no longer well tolerated (excessive movement and/or decentred lens) [11]. In these cases, although other types of contact lenses, such as hybrid lenses or a piggyback contact lens system can be tried, corneo-scleral contact lenses (CScL), which rest partly on the cornea and partly on the sclera, or full scleral contact lenses seem to be a suitable option. In relation to corneal RGP lenses, CScL and full scleral lenses provide excellent comfort, centration and
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stability (due to their large diameter) [12]. These advantages may provide a greater decrease in HOAs and therefore an improvement in visual quality, since factors like lens movement and decentration bring about increasing HOAs [10]. Studies on ﬁtting corneo-scleral contact lenses in patients suﬀering from keratoconus are not commonly reported in the scientiﬁc literature, especially in the case of small diameters (around 13 mm). To the best of our knowledge, only a few cases of ﬁtting CScL have been reported in previous studies, and these had diameters greater than 14 mm. [11,13] However, ﬁtting CScL with small diameters (12.60 mm to 13.50 mm) has signiﬁcant advantages in relation to other CScL with a greater diameter or full scleral lenses, as they are easier to handle and commonly do not need ﬂuid upon lens placement nor a plunger for removal. They may avoid problems due to scleral toricity on the surface of the eye [14] and, since the clearance is small (30 to 50 μm or less), the quality of vision is typically better, avoiding problems resulting from a greater tear layer behind the lens, such as turbidity [15]. There is little knowledge about the extent to which ﬁtting CScL can provide an improvement in visual quality. It should be noted that despite the apparently normal visual acuity that may be achieved with RGP lenses, patients with keratoconus could still experience a reduction in contrast sensitivity [7,8]. The residual HOAs may remain elevated, which could aﬀect contrast sensitivity, and the quality of vision may decrease [7]. With a view to dealing with this deﬁciency, the present study describes our experience in ﬁtting a corneo-scleral contact lens with a multi-aspherical geometry design for the management of keratoconus in terms of visual quality.



monocular conditions in accordance with the guidelines of the manufacturer. To calculate ocular aberrations, the pupil size chosen was 6 mm, since ocular aberrations are mainly manifested under mesopic conditions (e.g. driving at night). To reach a pupil size of almost 6 mm, pharmacological intervention for mydriasis (1% tropicamide eye drops; one drop initially and another drop after 5 min) was used. When full dilatation was reached, aberrometry measurements were performed, including the root mean square in terms of micrometres of deviation (μm) of defocus, astigmatism, coma aberration, spherical aberration and other HOAs. Once an eye examination was performed, patients were ﬁtted with a corneo-scleral contact lens (Scleracon, Lenticon, Madrid, Spain) based on a multi-aspherical geometry design (spherical in the front surface, and spherical optic zone with aspherical peripheral curves in the posterior surface) with three curves: the base curve, the intermediate or small transition curve and the peripheral or scleral curve. The material used to manufacture these lenses is a highly gas-permeable ﬂuoro-silicone acrylate, (Optimum extreme, Contamac Ltd, Saﬀron Walden, UK): its oxygen permeability (ISO) is 125 × 10−11 (cm2/s) (mlO2)/(ml x mmHg). The average central thickness of the lenses is approximately 0.29 mm (for −3 D) and the ﬁtting parameters are as follows: base curves range from 5.80 to 9.20 mm (in 0.5 mm steps), peripheral or scleral curves range from 5.60 to 11.4 mm (in 0.10 mm steps), diameter ranges from 12.60 to 13.50 mm, and power from +20.00 to − 25.00 D (in 0.25 D steps). Plasma treatment is suggested for these contact lenses.



2. Patients and methods



The trial-lens method was used to ﬁt the CScL. This trial-lens set consisted of 35 lenses with a speciﬁc back optic zone radius (BOZR) and peripheral curve, and a total diameter of 12.60 mm. According to the suggestions described by the manufacturer, two steps are needed to determine the appropriate lens (ﬁrst the BOZR and then the peripheral curve). To determine the BOZR, the ﬁrst trial lens was commonly selected 0.20 mm steeper than the average central keratometry readings, in accordance with the suggestions of the manufacturer, although other ﬂatter lenses can be chosen depending on the severity of the keratoconus (no guidelines are available). Once the lens had been inserted in the eye for some minutes, a sterile strip impregnated with sodium ﬂuorescein (BioGlo; HUB Pharmaceuticals, Rancho Cucamonga, CA, USA) and moistened with one or two drops of saline solution was used, which was applied touching the superior conjunctiva of the eye. Then the patient was instructed to blink several times to assess the ﬂuorescein pattern between the central cornea and the contact lens (Fig. 1). If this trial lens did not ﬁt correctly, it was replaced by another lens with a steeper or ﬂatter BOZR, until it showed a slight alignment to minimal apical corneal clearance. In most cases, a slight “feather touch” on the apex of the cornea is well tolerated since these lenses usually have little movement (0.5 mm) and do not irritate the apex of the cornea [14]. In some cases, although a strong corneal support may appear to be present, this does not necessarily mean that there is actually “touch”, as ﬂuorescein layers may be present with a thin layer of roughly 20 μm, so the human eye is not able to see it [14]. No grade of the corneal apex staining was permitted. Finally, an over-refraction on the selected trial lens was performed. The second step consisted of verifying the peripheral curve. If the previously selected trial lens did not show an appropriate ﬂuorescein pattern with an adequate tear exchange, other lenses with a steeper or ﬂatter peripheral curve were tried. The lens should show no compression on the limbus (since stem cells are located in this area and are necessary for corneal health) and/or the conjunctival vessels under the contact lens (Fig. 2) [14]. No grade of limbal and/or conjunctival staining was permitted. The overall diameter of the lens was assessed, which should extend beyond the limbus. If changes in the diameter were necessary, it was decided empirically. Finally, the lens should



2.3. Fitting procedure



2.1. Patients A total of 30 patients participated in this study. Such patients presented irregular corneas due to keratoconus and they were referred from other ophthalmological centres because of the unsatisfactory visual quality they experienced with the contact lenses or spectacles they were using at that time. They were willing to be ﬁtted with a new corneo-scleral contact lens with a multi-aspherical geometry design to improve their visual quality. None of them presented any ocular-surface disease or associated iatrogenic corneal ectasia. This study complies with the ethical standards required by the University of Valencia which concur with the tenets of the Declaration of Helsinki. 2.2. Data collection and contact lenses used Prior to contact lens ﬁtting, the patients who wore contact lenses discontinued their use for at least 15 days. All patients underwent a comprehensive eye examination at the FISABIO Oftalmología Médica Clinic, which included the best spectacle-corrected visual acuity assessment, anterior eye biomicroscopy, ocular fundus examination, endothelial-cell count with a specular microscope (SP-3000P, Topcon Medical Systems Inc., Japan), and a corneal topographic analysis using the Pentacam HR Eye Scanner (Oculus Inc., Wetzlar, Germany) which also shows central corneal thickness. Data from the corneal topographic patterns and slit-lamp biomicroscopy ﬁndings conﬁrmed the diagnosis of keratoconus (the Amsler-Krumeich classiﬁcation was used to grade keratoconus). Visual quality was determined with the Vision Contrast Test System (VCTS 6000, Vistech Consultants Inc., Dayton, OH, USA). This is a subjective test that was performed following the guidelines of the manufacturer with the monocular full correction of patients in place, under photopic conditions of 85 cd/m2 and a testing distance of 3 m. Furthermore, an aberrometer was also used for evaluating visual quality, the Alcon LADARWave (Custom Cornea Wavefront System, Alcon Laboratories Inc, Ft Worth, Texas, USA). This is an objective ocular aberrometry test, which was performed in a dark room under 2
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Table 1 Criteria of success in ﬁtting corneo-scleral contact lenses. Parameters – Visual Acuity with CL as regards BSCVA – CL wear time – Subjective comfort – Subjective visual quality



Complete Success



Partial Success



Unacceptable



Improving two decimal lines or more > 10 h >3 >3



Improving one decimal line or equal 10–8 h 3 3



worse



6.00 D



12 (44.45) 8 (29.63) 4 (14.81) 4 (14.81)



5 (18.52)



AK, Amsler-Krumeich clasiﬁcation. Table 3 Clinical outcomes of the patients and the ﬁtted parameters with corneo-scleral contact lenses (27 eyes). Parameters Clinical



Contact lens



Spherical equivalent with BSCVA(dioptres) Corneal astigmatism (dioptres) Average central keratometry (dioptres) Endothelial-cell count (cell/ mm2) Central corneal thickness (μm) BOZR (mm) Total diameter (mm) Power (dioptres)



Mean ± SD



Range



−5.18 ± 6.88



+7.36 to −22.5



3.01 ± 1.95



0.10–7



46.79 ± 4.67



41.50–62.10



2621 ± 351



1764–3312



475 ± 45



343–540



7.55 ± 0.49 12.94 ± 0.30 −4.15 ± 6.33



6.40–8.20 12.60–13.50 +9.25 to −21



BSCVA, the best spectacle-corrected visual acuity; BOZR, back optic zone radius.



4. Discussion The Scleral Lens Education Society classiﬁed scleral lenses on the Fig. 3. Diﬀerences in ocular aberrations between before and after ﬁtting corneo-scleral contact lenses (27 eyes with a pupil diameter of 6 mm).
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Fig. 4. Diﬀerences in spatial frequencies between before (with the best spectacle-corrected value) and after ﬁtting corneo-scleral contact lenses (27 eyes).



of 27 eyes wore these contact lenses ≥10 h a day. This period of time allows day-long work activities and travelling, thereby achieving an improvement in the quality of life of these patients [16]. In a previous study ﬁtting the same CScL on irregular corneas of post-LASIK eyes, high levels of subjective visual quality were also reported (4, favourable; and 5, very favourable) in 16 of 18 eyes, therefore these lenses appear to improve subjective visual quality signiﬁcantly on irregular corneas [19]. With respect to other CScL, a previous study in which Rose K2 XL were ﬁtted in 12 eyes with keratoconus, the authors used a questionnaire (VF-14) to evaluate visual function [13]. They found that it improved with respect to previous corneal RGP lenses. However, these previous studies [11,13] on ﬁtting CScL did not report speciﬁc tests for evaluating the objective and subjective quality of vision. This study shows that the subjective visual quality, using a contrast sensitivity test, improved after ﬁtting CScL. Although low and intermediate spatial frequencies presented low levels, which concurs with previous studies [7,8], they were within the normal population range (see Fig. 4). With respect to objective visual quality, residual HOAs remained slightly elevated when compared with normal eyes after ﬁtting CScL [3]. The total HOAs had an average of 0.73 μm, however this value should be 0.471 μm or less in a normal healthy population between the ages of 30 and 39 years, with a mesopic pupil diameter of 6 mm [3]. In particular, vertical coma and other HOAs were higher than normal eyes (although they were reduced 2.8 times), however spherical aberration presented nearly normal levels [3]. Although these CScL have a spherical geometry design in the optic zone, spherical aberration does not appear to be a signiﬁcant factor in the increased residual HOAs. These results suggest, as did those of previous studies, that although RGP contact lenses have a signiﬁcant eﬀect in masking corneal surface irregularities, internal aberrations and possibly posterior corneal aberrations remain uncompensated [6,7]. In fact, when ﬁtting these CScL on irregular corneas of post-LASIK eyes [19], the outcomes showed a greater decrease of the total HOAs (78%) than the present study (55%). The main diﬀerences in ocular aberrations before ﬁtting the CScL were in vertical coma (approximately 2.5 times higher, 0.52 to 1.25 μm) and other HOAs (approximately 5.5 times higher, 0.16 to 0.87 μm). After ﬁtting CScL, normal values of residual HOAs were achieved in post-LASIK eyes, whilst as discussed previously, they were slightly elevated in the patients in this study. These diﬀerences may be due to posterior corneal aberrations, which may be higher in keratoconus eyes than in post-LASIK eyes with a more regular posterior corneal surface. After one year wearing CScL, visual quality was maintained, although statistically signiﬁcant diﬀerences were found in spherical



Table 4 Diﬀerences in corneal integrity, contrast sensitivity scores and ocular aberrations between the initial ﬁtting and after 1 year wearing corneo-scleral contact lenses (27 eyes). Initial ﬁtting Mean ± SD



After 1 year Mean ± SD



P valuea



Corneal integrity Km (D) ECC (cell/mm2) CCT (μm)



46.79 ± 4.67 2621 ± 351 475 ± 44



46.55 ± 4.90 2650 ± 361 471 ± 54



0.467 0.022b 0.423



Contrast sensitivity A (scores) B (scores) C (scores) D (scores) E (scores)



4.8 ± 1.5 5.1 ± 1.3 4.8 ± 1.6 5.1 ± 1.8 5.0 ± 2.1



4.9 ± 1.4 5.0 ± 1.3 4.9 ± 1.7 5.2 ± 1.8 5.2 ± 1.8



0.180 0.102 0.527 0.257 0.160



Ocular aberrations Total coma (μm) Spherical (μm) Other HOAs (μm) Total HOAs (μm)



0.45 0.32 0.31 0.73



0.43 0.25 0.26 0.70



0.199 0.000b 0.010b 0.171



± ± ± ±



0.40 0.22 0.13 0.44



± ± ± ±



0.36 0.20 0.09 0.39



Km, average central keratometry; ECC, endothelial-cell count; CCT, central corneal thickness; HOAs, high order aberrations. a P value from the Wilcoxon signed-rank test. b Statistically signiﬁcant diﬀerences.



basis of the resting zone area of the lens on the ocular surface [17]. They deﬁned CScL as those lenses that rest partly on the cornea and partly on the sclera, and scleral lenses as those that rest entirely on the sclera. However, this classiﬁcation can be confounding when dealing with keratoconus management, since the same lens, depending on its ﬁt, can act as a CScL or scleral lens depending on whether there is a slight “feather touch” or not. In this study, the contact lens ﬁtted was deemed a corneo-scleral contact lens, since in most cases it was diﬃcult to avoid this “feather touch” because of their small diameter. However, according to other terminology based on the lens diameter, these lenses can be classiﬁed as semi-scleral lenses (diameter between 12.5 to 15.0 mm) [18]. At the outset of this study, all the patients presented an unsatisfactory quality of vision with the glasses or contact lenses they were using at that time. Therefore, we proposed to ascertain to what degree CScL can provide an improvement in visual quality. The results of this study show that visual acuity improved signiﬁcantly, which concurs with previous studies on ﬁtting scleral or CScL on corneal irregularities [11,13,19]. Moreover, the patients reported high levels of subjective comfort and prolonged usage times, 26 5
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Conﬂicts of interest



aberration and other HOAs, which improved slightly, however these do not appear to be clinically relevant. Corneal integrity was also maintained in relation to the initial ﬁtting, although a slight increase, though not clinically relevant, was found in the endothelial-cell count. These lenses continued showing good ﬁt characteristics. It should be noted that although the parameters of these lenses seem to be stable, replacement in a period between 12 and 18 months is suggested. Neither were any signiﬁcant adverse events of the cornea manifested during one year of CScL wear, and only three eyes presented mild adverse events. They had slight conjunctival hyperaemia, which was resolved with a lubricant and weak hypotonic ophthalmic solution (0.1% of sodium hyaluronate) without preservatives, along with removal and cleaning of the lens after 6 h of wear. With regard to the ﬁtting procedure, these CScL may prove to be a challenge for eye practitioners, however the process is similar to ﬁtting corneal RGP, with regard to the number of visits and the number of lenses ordered that were necessary to achieve the precise ﬁt [11,19]. A guideline that can help to determine the ﬁrst trial lens, in accordance with the speciﬁc characteristics of the CScL ﬁtted in this study (multiaspherical geometry design and diameter), is the correlation observed between the BZOR and the average keratometric values. For an average keratometric value < 43 D, the BOZR tended to steeper values, while if this value was > 43 D, the BOZR tended to ﬂatter values which increased with the severity of keratoconus. There has been some doubt as to whether these lenses are safe and have a healthy eﬀect, which is why they have not become popular in clinical practice. The major concern is if these lenses, due to their movement or mechanical pressure, can traumatise the apex of the cone or limbal area where the stem cells are located (necessary for corneal health). However, as discussed previously, applying an adequate ﬁtting procedure makes it possible to minimise mechanical pressure on these areas, thereby avoiding corneal physiological impairment. After 1 year of ﬁtting these lenses, no staining was observed in these areas, therefore no traumatic eﬀects were present. Other favourable factors of these lenses are the high oxygen permeability of the material, and using smaller diameter lenses that tend to favour tear exchange under the lens, which may resolve or diminish the incidence of corneal oedema [20]. Therefore, these contact lenses are recommended as a safe and eﬀective procedure. In summary, the CScL ﬁtted in this study appear to provide adequate visual quality, although they showed slightly elevated residual HOAs. In particular, for cases with high residual HOAs, developing customised contact lenses may be an eﬀective option to improve visual quality, although they may lead to signiﬁcant cost and complexity [7,21]. Therefore, the CScL in this study may be suggested as an alternative option for the management of mild to moderate keratoconic eyes. They seem to be safe and healthy, providing optimal visual quality, comfort and prolonged usage times in patients with keratoconus.



The authors declare that there is no conﬂict of interest. References [1] Y.S. Rabinowitz, Surv. Keratoconus, Surv Ophthalmol 42 (4) (1998) 297–319. [2] J.H. Krachmer, R.S. Feder, M.W. Belin, Keratoconus and related noninﬂamatory corneal thinning disorders, Surv Ophthalmol 28 (4) (1984) 293–322. [3] A.S. Bruce, L.J. Catania, Clinical applications of wavefront refraction, Optom Vis Sci 91 (10) (2014) 1278–1286. [4] S. Pantanelli, S. MacRae, T.M. Jeong, G. Yoon, Characterizing the wave aberration in eyes with keratoconus or penetrating keratoplasty using a high-dynamic range wavefront sensor, Ophthalmology 114 (11) (2007) 2013–2021. [5] B. Jafri, X. Li, H. Yang, Y.S. Rabinowitz, Higher order wavefront aberrations and topography in early and suspected keratoconus, J Refract Surg 23 (8) (2007) 774–781. [6] A. Gordon-Shaag, M. Millodot, R. Ifrah, E. Shneor, Aberrations and topography in normal, keratoconus-suscept, and keratoconic eyes, Optom Vis Sci 89 (4) (2012) 411–418. [7] B. Yang, B. Liang, L. Liu, M. Liao, Q. Li, Y. Dai, et al., Contrast sensitivity function after correcting residual wavefront aberrations during RPG lens wear, Optom Vis Sci 91 (10) (2014) 1271–1277. [8] R.H. Wei, W.B. Khor, L. Lim, D.T. Tan, Contact lens characteristics and contrast sensitivity of patients with keratoconus, Eye Contact Lens 37 (5) (2011) 307–311. [9] G. Gemoules, Therapeutic eﬀects of contact lenses after refractive surgery, Eye Contact Lens 31 (1) (2005) 12–22. [10] R. Sabesan, L. Johns, O. Tomashevskaya, D.S. Jacobs, P. Rosenthal, G. Yoon, Wavefront-guided scleral lens prosthetic device for keratoconus, Optom Vis Sci 90 (4) (2013) 314–323. [11] M. Romero-Jiménez, P. Flores-Rodríguez, Utility of a semi-scleral contact lens design in the management of the irregular cornea, Cont Lens Anterior Eye 36 (3) (2013) 146–150. [12] E. Van der Worp, D. Bornman, D.L. Ferreira, M. Faria-Ribeiro, N. Garcia-Porta, J.M. González-Meijome, Modern scleral contact lenses: a review, Cont Lens Anterior Eye 37 (4) (2014) 240–250. [13] B. de Luis Eguileor, J. Etxebarria Ecenarro, A. Santamaria Carro, R. Feijoo Lera, Irregular corneas: improve visual function with scleral contact lenses, Eye Contact Lens (2016), http://dx.doi.org/10.1097/ICL.0000000000000340 article in press. [14] E. Van der Worp, A Guide to Scleral Lens Fitting, Version 2.0 [monograph online], (2015) Accessed 6 June 17 http://commons.paciﬁcu.edu/mono/10/. [15] G. Carracedo, M. Serramito-Blanco, A. Martin-Gil, Z. Wang, C. Rodriguez-Pomar, J. Pintor, Post-lens tear turbidity and visual quality after scleral lens wear, Clin Exp Optom 100 (6) (2017) 557–582. [16] I. Ortenberg, S. Behrman, W. Geraisy, I.S. Barequet, Wearing time as a measure of success of scleral lenses for patients with irregular astigmatism, Eye Contact Lens 39 (6) (2013) 381–384. [17] Scleral Lens Education Society, scleral lens nomenclature, (2013) Accessed 16 October 17 https://www.sclerallens.org/sites/default/ﬁles/ﬁles/SLS_ Nomenclature_LtrHead06_26_2013.pdf. [18] E. Van der Worp, A Guide to Scleral Lens Fitting, Monographs, Reports, and Catalogs, (2010) Accessed 16 October 17 http://commons.paciﬁcu.edu/mono/4/. [19] E. Porcar, E. España, J.C. Montalt, J.I. Benlloch-Fornés, C. Peris-Martínez, PostLASIK visual quality with a corneoscleral contact lens to treat irregular corneas, Eye Contact Lens 43 (1) (2017) 46–50. [20] L. Michaud, E. Van der Worp, D. Brazeau, R. Warde, C.J. Giasson, Predicting estimates of oxygen transmissibility for scleral lenses, Cont Lens Anterior Eye 35 (6) (2012) 226–271. [21] J.D. Marsack, A. Ravikumar, C. Nguyen, A. Ticak, D.E. Koenig, J.D. Elswick, et al., Wavefront-guided scleral lens correction in keratoconus, Optom Vis Sci 91 (10) (2014) 1221–1230.



6



























des documents recommandant







[image: alt]





AL-Brown et al-Sept03-layout .fr 

Dec 28, 2003 - the desirable properties of high mechanical .... A comparison of the surface chemistry of type B and TYPE-C Silica. .... Chemical structure of glyburide. .... tical HPLC method development, 2nd ed. New York: John Wiley & Sons,.










 


[image: alt]





AL AL AL - Legrand 

(Encima). FEUILLE D'INSTRUCTION. POUR DES CONTRÃ”LEURS. DE MOTEUR. NO. DE CATALOGUE. PHASE. POLONAIS. 7802 or 7842. 1. 2. 7803 or 7843.










 


[image: alt]





AL AL AL - Legrand 

RATINGS. RESISTENCIA. 7802 / 7803. 30 AMP. 600 VAC MAX. 7842 / 7843. 40 AMP. 600 VAC MAX. REGULADORES MANUALES DEL MOTOR. 30A. 40A.










 


[image: alt]





AL AL AL 

TORQUE TERMINAL SCREWS ... TORNILLOS TERMINALES DEL ESFUERZO ... 600 VAC MAX. MANUAL MOTOR CONTROLLER. 30A. 40A. VAC. 1 PHASE.










 


[image: alt]





Gifford et al 












 


[image: alt]





Mohammadpour et al 












 


[image: alt]





Wong et al 












 


[image: alt]





Grupcheva et al 












 


[image: alt]





FISCHER, ET AL 

Black families, for example, are half as likely to be wealthy and twice as likely to be ... Yet decades of social science research, and further research we will pre- sent here .... In this book, we use The Bell Curve as a starting point for really un










 


[image: alt]





Cochard et al-1992b.pdf 

Dec 16, 1991 - the introduction of the cohesion theory of ascent of sap in plants (6) it has been recognized ... samples at different I2, a 'vulnerability curve' (VC) can be established. ... s- until reaching a pressure ranging from 0.75 to 2.75 MPa.










 


[image: alt]





Bouniol et al. 2012 

documentation, a radiosounding facility, and surface ... paper is first to document the cloud characteristics, the .... taken into account for computing the profiles.










 


[image: alt]





Barral et al (2012) 

May 3, 2012 - well as additional â€œphantomâ€� tones that are absent in the sound input. Mechanical ... ear canal as distortion-product oto-acoustic emissions (DPOAEs) that contain the cubic ... active dynamical systems poised near an oscillatory ins










 


[image: alt]





Cochard et al-1996b.pdf 

We compared the xylem hydraulic properties of potted cuttings of two poplar clones .... in 51 pots filled with a 1:1 (v/v) mixture of sand xylem embolism (PLC) was ...










 


[image: alt]





Wahl et al 












 


[image: alt]





Thite Shinde et al 












 


[image: alt]





Yamasaki et al 












 


[image: alt]





Tavazzi et al 












 


[image: alt]





Mohammadpour et al 












 


[image: alt]





Gudmundsson et al 

We evaluate volume changes and mass balance of ice caps in Iceland by ... is achieved by using accurate ground control points on and around the ice caps.










 


[image: alt]





Jacobsen et al 

2 Seventeen species from nine angiosperm families, including both fynbos and succu- ...... on bulk xylem tissues and stems, such as density and. MOR, and ...










 


[image: alt]





Grizzle et al 

Biases in samples include conditions of sampling. (type of sample ..... The stromal and inflammatory response to the tumor may also modu- late proteins (e.g ...










 


[image: alt]





Novillo Diaz et al 












 


[image: alt]





Wolffsohn et al 












 


[image: alt]





Sapkota et al 












 














×
Report Montalt et al





Your name




Email




Reason
-Select Reason-
Pornographic
Defamatory
Illegal/Unlawful
Spam
Other Terms Of Service Violation
File a copyright complaint





Description















Close
Save changes















×
Signe






Email




Mot de passe







 Se souvenir de moi

Vous avez oublié votre mot de passe?




Signe




 Connexion avec Facebook












 

Information

	A propos de nous
	Règles de confidentialité
	TERMES ET CONDITIONS
	AIDE
	DROIT D'AUTEUR
	CONTACT
	Cookie Policy





Droit d'auteur © 2024 P.PDFHALL.COM. Tous droits réservés.








MON COMPTE



	
Ajouter le document

	
de gestion des documents

	
Ajouter le document

	
Signe









BULLETIN



















Follow us

	

Facebook


	

Twitter



















Our partners will collect data and use cookies for ad personalization and measurement. Learn how we and our ad partner Google, collect and use data. Agree & Close



